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ABSTRACT

Objective: In this study, we aimed to compare blood gas analysis results obtained with injection syringes washed 
with liquid sodium heparin and syringes containing dry lithium heparin. Additionally, it was also aimed to investi-
gate the compliance of blood gas parameters with laboratory results.
Method: This prospective study was performed of patients who underwent complete blood count and glucose, 
urea, creatinine, electrolyte levels along with venous blood gas analysis due to any cause in emergency department 
admission. Blood samples were transferred to blood gas syringe containing dry lithium heparin and plastic syringe 
washed with liquid sodium heparin. Blood gas analyses were performed within five minutes after venous blood gas 
samples were taken. The demographic data of the patients, blood gas analysis results obtained with injection 
syringes washed with liquid sodium heparin and syringes containing dry lithium heparin and serum hemoglobin, 
sodium, potassium, calcium and glucose levels were evaluated.
Results: A hundred patients were included in the study. 52 patients were male (52%) and the mean age was 
60.3±17.1 years. The blood gas analysis results obtained by liquid and dry-heparin syringes were found to be cor-
related with each other except calcium values. Intraclass correlation coefficient of pH, partial pressure of carbon 
dioxide and partial pressure of oxygen parameters from blood gas analysis results obtained with liquid and dry 
heparin syringes were found to be high (0.989, 0.933, 0.948; respectively).
Conclusion: There is no significant advantage of dry lithium heparin blood gas syringes over liquid sodium heparin 
washed syringes.
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ÖZ

Amaç: Bu çalışmada, sıvı sodyum heparinle yıkanmış enjektörler ve kuru lityum heparin içeren enjektörler ile 
çalışılan kan gazı analiz sonuçlarını karşılaştırmayı amaçladık. Ayrıca, kan gazı parametrelerinin laboratuvar 
sonuçları ile uyumunun araştırılması da hedeflenmiştir.
Yöntem: Bu prospektif çalışma acil servis başvurusunda tam kan sayımı ve glukoz, üre, kreatinin, elektrolit düzeyleri 
ile birlikte herhangi bir nedenden dolayı venöz kan gazı analizi yapılan hastalar ile yapıldı. Kan örnekleri, kan gazı 
analizi için kuru lityum heparin içeren enjektöre ve sıvı sodyum heparin ile yıkanmış plastik enjektöre aktarıldı. 
Venöz kan gazı örneği alındıktan sonraki ilk 5 dk. içerisinde kan gazı analizi yapıldı. Hastaların demografik verileri, 
kuru lityum heparin içeren enjektör ve sıvı sodyum heparin ile yıkanmış enjektörle elde edilen kan gazı analiz 
sonuçları ve serum hemoglobin, sodyum, potasyum, kalsiyum ve glukoz seviyeleri değerlendirildi. 
Bulgular: Çalışmaya 100 hasta alındı. Hastaların 52’si erkek (%52) yaş ortalamaları 60,32±17,12 yıl idi. Sıvı ve kuru 
heparinli enjektörler ile çalışılan kan gazı analizinden elde edilen tüm sonuçların kalsiyum hariç birbiri ile korele 
olduğu saptandı. Sıvı ve kuru heparinli enjektörler ile çalışılan kan gazı analizinden elde edilen ph, parsiyel karbon-
dioksit basıncı ve parsiyel oksijen basıncı parametreleri için sınıf içi korelasyon katsayısı yüksek bulundu (sırasıyla 
0,989, 0,933, 0,948).
Sonuç: Katı lityum heparinli kan gazı enjektörlerinin sıvı sodyum heparin içeren enjektörlere herhangi bir üstünlüğü 
yoktur.
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INTRODUCTION

The use of fast and reliable tests in emergency 
departments (ED) are very important for patient 
management, early diagnosis and treatment. Blood 
gas analysis that is used for this purpose, provides 
important information for the evaluation of critical 
patients in EDs. The main indications for arterial 
blood gas analysis are short term evaluations of the 
patient’s ventilation, general metabolic status, and 
acid-base and electrolyte balance (1-3). Using arterial 
blood samples in blood gas analysis is accepted as 
the golden standard. However, due to the fact that 
drawing arterial blood sample is more difficult, pain-
ful and risky with regards to complications, venous 
blood gas analysis is often preferred (3). 

Studies on blood gas have demonstrated that the 
results may vary based on used anticoagulant’s 
grade, quantity, used syringes, storage duration, air 
bubbles in the blood, formation of small clots (micro-
cloting), and temperature changes (2,3). Today, the 
anticoagulant that is routinely used in blood gas 
analysis is heparin (4). Due to the high costs of syrin-
ges containing dry heparin and the continuation of 
traditional methods, syringes washed with liquid 
heparin are used more frequently (5,6).

In this study, we aimed to compare blood gas analy-
sis results obtained with injection syringes washed 
with liquid sodium heparin and syringes containing 
dry lithium heparin. Additionally, it was also aimed 
to investigate the compliance of blood gas parame-
ters with laboratory results.

MATERIAL and METHODS

This prospective study was conducted between 
August to September of 2014 in a tertiary urban ED 
with an annual admission rate of nearly 180.000. 
Prior to the study, local ethics committee approval 
was obtained, and patient consent was obtained to 
participate in the study. Patients who underwent 

complete blood count and glucose, urea, creatinine, 
electrolyte levels (sodium, potassium, calcium) along 
with venous blood gas analysis due to any cause 
(acute renal failure, drug overdose, respiratory dist-
ress, hyperglisemia, seizures, sepsis, etc.) in ED 
admission were taken into the study on a voluntary 
basis.

Blood samples taken from the antecubital venous 
were transferred to blood gas syringe containing 72 
IU dry lithium heparin (Plasti-med blood gas syringe 
2 ml. Plastik Medikal Ür. San. Tic. Ltd. Sti. İstanbul-
Türkiye)R and plastic syringe washed with liquid 
sodium heparin (Ayset sterile syringe 2 ml. Ayset Aş. 
Adana/Turkey)®, one milliliter each. The procedure 
of washing with liquid heparin was performed after 
the syringe was washed with heparin (Vasparin 
25000 IU/5 ml Heparin Sodyum Mepar İlaç Sanayi 
AŞ. İstanbul/Turkey)® with the syringe end facing 
downwards, and by moving the piston back and 
forth three times. In addition, venous blood samples 
taken from patients were sent to the biochemistry 
laboratory for hemoglobin (Hgb), sodium (Na+), 
potassium (K+), calcium (Ca+) and glucose parame-
ters.

Washing the syringes with liquid heparin, taking the 
blood samples and blood gas analyses were perfor-
med by three emergency medicine specialists. In this 
study, demographic data of the patients, blood gas 
analysis results (pH, partial pressure of carbon dioxi-
de (PaCO2), partial pressure of oxygen (PaO2), bicar-
bonate (HCO3), base excess (BE), hematocrit (Hct), 
Hgb, oxygen saturation (SatO2), Na+, K+, Ca+, glucose, 
lactate values) and additionally measured serum 
Hgb, Na+, K+, Ca+ and glucose results were statistically 
evaluated.

Blood gas analyses were performed in a Siemens 
Rapid 1200 blood Gas Analyzer Product 
Specification® device within five minutes after veno-
us blood gas samples were taken. Hgb values were 
measured in a Cell Dyn 3700 Blood Measurement 
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Device Abbott®, and Na, K, glucose levels were mea-
sured in a Olympus AU 640 Beckman CoulterR device 
in the biochemistry laboratory. 

Statistical Analysis
Statistical analysis was performed using IBM SPSS 
software package program (v.20.0 SPSS Inc., Chicago 
IL. USA). Correlation between the parameters were 
investigated with Shapiro-Wilk Test, and non-
parametric tests were used for non-normal distribu-
tions. Parametric data were expressed as number of 
observations and percentage (%), qualitative data 
were expressed as mean±standard deviation or 
median (minimum-maximum). For non-parametric 
correlations Spearman Correlation Analysis was 
used. In the study, data were evaluated with Blant-
Altman Analysis with the assistance of Med-Calc 
software, for comparison based on laboratory mea-
surement results. In the analyses, p<0.05 was consi-
dered significant.

RESULTS

A total of 105 patients were taken into the study. A 
total of 5 patients, who were issued a warning during 
the blood sample measurements; 3 in the blood gas 
device, and 2 in the blood count device, were exclu-
ded from the study. Ultimately, results of 100 pati-
ents were evaluated. 52 patients were male (52%), 
and the mean age was 60.3±17.1 year.

Range, mean, and ICC (intraclass correlation coeffici-
ent) values of pH, PaCO2, PaO2, HCO3, BE, Hct, Hgb, 
SatO2, Na+, K+, Ca+, glucose, lactate measurements 
obtained from blood gas analysis performed with 
liquid and dry heparin syringes are shown in Table 1. 
In the Bland-Altman analysis Hgb, Na+, K+, glucose 
values obtained from blood gas analyses performed 
with liquid and dry heparin syringes were compared 
based on laboratory results. According to the Bland-
Altman analysis, mean agreement difference (d¯) 
and limits of agreement are shown in Table 2.

DISCUSSION

Blood gas analysis is a commonly used method since 
it can be performed quickly and provides valuable 
results. The accuracy of its results are very important 
because of its direct impact on patient management 
in many diseases. Blood gas analysis can be perfor-
med with liquid or dry-heparin syringes on arterial or 
venous blood samples (1,3).

In our study, blood gas analysis results (pH, PaCO2, 
PaO2, HCO3, BE, Hct, Hgb, SatO2, Na+, K+, glucose, 
lactate) obtained by liquid and dry-heparin syringes 
were found to be correlated with each other except 
Ca+ values. Moreover, it was observed that Hgb, Na+, 

Table 1. Comparison of liquid and dry lithium heparin sodium heparin 
blood gas results.

pH
PaCO2
PaO2
HCO3
BE
Hct
Hgb
SatO2
Na+

K+

Ca+

Glucose
Lactat

Liquid 
Heparin
(Range)

6.96-7.55
24.2-70.2
15.2-97.0
8.0-38.9
0.0-22.3

12.0-59.0
4.2-20.1

20.0-98.5
125.9-164.3

2.5-6.1
0.3-1.4

51.0-409.0
0.5-8.2

Dry 
Heparin
(Range)

6.95-7.53
24.1-71.9
16.5-74.8
8.0-40.1
0.0-22.2

16.0-58.0
5.3-19.6

19.7-95.0
124.1-164.6

2.7-6.4
0.7-1.4

58.0-419.0
0.4-8.1

Abbreviations: ICC: Interclass corelation, PaCO2: Partial pressure of car-
bon dioxide, PaO2: Partial pressure of oxygen, HCO3: Bicarbonate, BE: 
Base excess, Hct: Hematocrit, Hgb: Hemoglobin, SatO2: Oxygen satura-
tion, Na+: Sodium, K+: Potassium, Ca+: Calcium.

Liquid 
Heparin

(Mean±SD)

7.38±0.08
39.6±7.1

35.3±13.2
23.3±4.6
3.4±3.9

35.6±9.1
12.1±3.8

62.8±18.8
140.5±4.6

3.9±0.8
0.8±0.2

137.9±67.7
1.9±1.5

Dry 
Heparin

(Mean±SD)

7.39±0.08
40.7±7.8

36.4±11.9
24.3±5.2
3.6±3.9

36.7±8.9
12.9±3.0

65.1±18.5
140.2±4.7

4.2±0.7
1.9±0.1

146.4±71.9
2.1±1.6

 ICC

0.989
0.948
0.933
0.962
0.971
0.959
0.959
0.941
0.978
0.879
0.099
0.995
0.993

Table 2. Bland-Altman analysis based on blood gas and laboratory re-
sults of blood compliance with limits and compliance differences mean 
(d¯).

Dry heparin Hgb- Serum Hgb
Liquid heparin Hgb- Serum Hgb
Dry heparin Na+ - Serum Na+

Liquid heparin Na+ - Serum Na+

Dry heparin K+ - Serum K+

Liquid heparin K+ - Serum K+

Dry heparin glucose - Serum glucose
Liquid heparin glucose - Serum glucose

(d¯)

1.03
1.00
0.99
0.98
1.06
0.88
0.95
1.16

1.16
1.20
1.03
1.02
1.33
1.13
1.29
1.60

0.90
0.79
0.95
0.94
0.79
0.63
0.60
0.71

±1.96 CI 

Abbreviations: Cl: Confidence interval, Hgb: Hemoglobin, Na+: Natrium, 
K+: Potassium
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K+, and glucose values obtained from two types of 
syringes were within limits of agreement according 
to the results obtained from the blood measurement 
device.

In the manual of Clinical and Laboratory Standards 
Institute (CLSI), it has been noted that choosing of 
liquid heparin as the anticoagulant can lead to con-
sequences like dilution, impact due to heparin salts 
(increasing Na+ level by 3 mmol/l), and direct bin-
ding of ionized calcium. It has been noted that in the 
case of the using dry heparin, there will not be a 
dilution problem, but clot formation may be obser-
ved (1).

For blood gas syringes prepared with liquid heparin, 
using the least amount of heparin to inhibit coagula-
tion gives the most accurate results in the blood gas 
analysis (7,8). In our study, no coagulation problem 
related with dry lithium heparin syringes have been 
observed. In addition, syringe pistons were strongly 
moved back and forth three times during washing 
with liquid sodium heparin to reduce the amount of 
heparin inside the syringe to a minimum, and incor-
rect measurements were reduced accordingly. Only 
Ca+ levels were affected by this, and measured to be 
lower than normal.

In our study, ICC of pH, PaO2 and PaCO2 parameters 
from blood gas analysis results obtained with liquid 
and dry heparin syringes were found to be high 
(0.989, 0.933, 0.948; respectively). Similar studies 
have demonstrated that there is a correlation bet-
ween pH, PaO2 and PaCO2 parameters (9-14). In one of 
these studies, PaCO2 levels were found to be signifi-
cantly lower in liquid heparin syringes (11). In another 
study, although PaCO2 and PaO2 levels were found to 
be significantly different, they were reported to be 
within clinically acceptable limits (14).

Limitations
Low patient number, blood gas analysis being perfor-
med only on venous blood sample are limitations in 

our study. One of the factors that can affect blood 
gas analysis results is high levels of serum proteins. 
However, serum protein levels of patients in our 
emergency department were not checked.

CONCLUSION

There is no significant advantage of dry lithium hepa-
rin blood gas syringes over liquid sodium heparin 
washed syringes. When cost concerns are takin into 
account, liquid sodium heparin syringes washed in 
appropriate conditions can be used for blood gas 
analysis.
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